2000  CALIBRATION OF FIELD EQUIPMENT

2000.1  YEARLY REQUIREMENT

Calibrate or verify that all equipment used for field testing including sieves, proctor mold & hammer, scales, and calcium carbide gas pressure (speedy) moisture testers is within tolerance each year following the procedures in this section.